The colour of chemical indicator (CI) for hydrogen peroxide vapour (HPV) sterilisation inserted into sterilisation pack with plastic surgical stapler was found to be changed before resterilisation. In conclusion, when CI is used for HPV resterilisation of plastic instrument, it should be inserted into pack just before resterilisation in order to prevent false reactions. Development of more reliable and practical CI for HPV sterilization is strongly desired.
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